We studied the dosimetry of single-isocenter treatment plans generated to treat a solitary intracranial lesion using linac-based stereotactic radiosurgery (SRS). A common metric for evaluating SRS plan quality is the volume of normal brain tissue irradiated by a dose of at least 12 Gy (V12), which is important because multiple studies have shown a strong correlation between V12 and incidence of radiation necrosis. Unrealistic expectations for values of V12 can lead to wasted planning time. We present a model that estimates V12 without having to construct a full treatment plan. This model was derived by retrospectively analyzing 50 SRS treatment plans, each clinically approved for delivery P A C S 87.53.Ly, 87.55.D K E Y W O R D S circular arc therapy (CAT), conformity index (CI), dynamic conformal arc therapy (DCAT), modeling, stereotactic radiosurgery (SRS), V12
using circular collimator cone arc therapy (CAT). Each case was re-planned for delivery via dynamic conformal arc therapy (DCAT), and then scaling arguments were used to extend dosimetric data to account for different prescription dose (PD) values (15, 18, 21, or 24 Gy). We determined a phenomenological expression for the total volume receiving at least 12 Gy (TV12) as a function of both planning target volume (PTV) and PD:
, where a; c; n; d f gare fit parameters, and a separate set of values is determined for each plan type. In addition, we generated a sequence of plots to clarify how the relationship between conformity index (CI) and TV12 depends on plan type (CAT vs DCAT), PTV, and PD. These results can be used to suggest realistic plan parameters and planning goals before the start of treatment planning. In the absence of access to more sophisticated pre-planning tools, this model can be locally generated and implemented at relatively low cost with respect to time, money, and expertise.
can be delivered using several modalities, of which the most commonly used are Leksell Gamma Knife (GK; Elekta Instrument AB, Sweden), Cyberknife (CK; Accuray, Sunnyvale, California), and more conventional radiotherapy linear accelerators outfitted to deliver stereotactic radiosurgery (linac-based SRS). [1] [2] [3] [4] In this study, we analyze the dosimetry of single-isocenter treatment plans generated to treat a solitary intracranial lesion using linac-based SRS.
Before the start of computer-based treatment design and dose calculation, the dosimetric task is specified by a radiation oncologist choosing plan features, goals, and constraints. We define "pre-planning" as the process by which these choices are made. In our clinic, a radiation oncologist determines the gross tumor volume (GTV), planning target volume (PTV), prescription dose (PD), dose restrictions for organs at risk (OAR), fractionation, dose delivery method, and goals for plan conformality and coverage. For intracranial SRS, an especially important dose restriction metric is the volume of normal brain tissue irradiated with at least 12 Gy (V12). Multiple retrospective studies have shown a strong correlation between V12 and the incidence of radiation necrosis. [5] [6] [7] In particular, Minniti et al. 6 presented the correlation in quartiles, each characterized by a single actuarial risk of necrosis for a given range of V12. Thus, the values of V12 separating adjacent risk quartiles are attractive planning goals to maximize dose delivered to the target while minimizing the risk of necrosis. Since a V12 goal represents the allowable risk of necrosis, a plan that fails to meet this goal is likely to be rejected. Additionally, if the corresponding pre-planning process has specified a dosimetric task with unattainable goals, then treatment planning time has been wasted, and disturbances in clinical workflow and treatment scheduling can follow.
To help preclude this outcome, we present a model that predicts V12 as a function of PTV, GTV, PD, and radiation delivery type.
While accurate target delineation fixes the GTV, the PTV, PD, and radiation delivery type can be adjusted based on case-specific factors including the difference between desired and predicted values of V12. The PTV is generated from the GTV by adding a margin to account for sources of uncertainty, or in some clinics no margin. V12
can be reduced by reducing the margin, but this increases the risk of geometric miss. The predicted value of V12 is also reduced by lowering the PD, as well as by the correct choice of treatment delivery method. These ideas are further developed and quantified in the results and discussion sections below.
In our clinic, initial PD values were chosen based (roughly) on the guidelines set by Radiation Therapy Oncology Group (RTOG) 90-05 for SRS treatment of "recurrent, previously irradiated metastases," 8 and by RTOG protocol 1270 guidelines for treatment of unresected brain metastases. 9 RTOG protocol 90-05 determined the maximum tolerated doses to be 24, 18, and 15 Gy for tumors with maximal diameter of ≤20, 21-30, and 31-40 mm, respectively. 8 RTOG protocol 1270 guidelines state that the maximal cross-sectional diameter for the GTV must be <30 mm; and the prescription dose shall be 24, 22, and 20 Gy for lesions of maximal diameter <10 mm, ≥10 but <20 mm, and ≥20 but <30 mm, respectively. 9 A PD range of 18-24 Gy is most commonly used, though a retrospective review published in 2016 suggests that for tumors with maximal diameter ≤20 mm a PD of 24 Gy is correlated with improved local control without increased incidence of radiation necrosis. 10 The local prescribing convention in our clinic is at the 
where PIV (prescription isodose volume) is the volume receiving at least the PD. 8 In our clinic, plan evaluation via both COV and CI is preferred to plan evaluation via a single metric such as the Paddick conformity index (PCI), which takes both conformality and coverage into account. 15 CAT delivery has the smallest penumbra, resulting in plans with the steepest dose fall-off. 11 However, the CAT collimation aperture is always circular, and thus the shape of the prescription isodose surface for a single isocenter usually resembles an ellipsoid. 16, 17 When the target does not resemble an ellipsoid, the mMLC system of DCAT can achieve smaller CI when compared to the CAT plan, 11 but with a smaller gradient of dose fall-off outside the target, which can lead to unexpected differences in the relative values of V12. While arc delivery is standard for linac-based SRS systems, there is evidence that IMRS can be a valid alternative to DCAT or CAT, even though fixed beam delivery can lead to increased values of entrance and exit dose along the beam axes. 11, 18 In comparison, VMAT plans are advantageous because they combine arc delivery with intensity modulation to achieve less low-dose coverage than with IMRS, and greater target conformity than that of DCAT. 13 In addition, state-of-the-art VMAT systems can now treat multiple targets with a set of non-coplanar arcs associated with a single isocenter, which can drastically reduce treatment time. [12] [13] [14] The correct choice of delivery method can help produce an optimal treatment plan while also reducing treatment planning time.
In this study, we retrospectively analyze CAT plans that were delivered in our clinic between 11/19/2010 and 8/6/2016, the associated DCAT re-plans, and further data generated for different PD values. During this time, our linac-based SRS system did not have the capability to accurately deliver IMRS plans to such small targets (in this study, the largest maximal target diameter was 18.3 mm), or to deliver VMAT plans at all. Although we do not address IMRS or VMAT, the results of this study can benefit the large number of clinics that do not yet use these methods for treating small intracranial lesions and also centers with VMAT. A recent study generated a predictive model of V12 for single-target single-isocenter SRS delivery using only DCAT plan data, and showed that it could be accurately applied to dosimetric prediction of multi-target single-isocenter VMAT plans. 19 This suggests that a similar use could be feasible for the model generated in the current study. In each case, the department's Philips Brilliance Big Bore CT Simulator (Philips, The Netherlands) was used to generate a planning scan, which was imported to BrainScan. Then, the planning scan was usually fused to one or more additional imaging sets (T1-and T2weighted MRI, with or without contrast). Next, the GTV was contoured by a radiation oncologist, who also generated the PTV by adding a margin of 0-2 mm, or by manual contouring. OARs, including the brainstem, eyes, optic nerves, chiasm, and normal brain tissue and when necessary the cochleae, were also contoured. To facilitate a plan with acceptable coverage, conformality, and steep dose dropoff outside the target, the prescription isodose line (PIDL) was set to an initial value of 80%, but this value could be adjusted during treatment planning. 16, 17 In our department, the nominal SRS planning goals were COV > 99%, CI < 1.5, and V12 < 3.3 cc. But these values could be modified to account for patient-specific factors. and the location of, and dose delivered to, the isocenter. 16 where the maximum dose to an OAR increased by 1.1 Gy. It would have been optimal to fix the DCAT plan COV value to that of the corresponding CAT plan, but with the forward planning approach to DCAT, this was very difficult to achieve. The ±0.5% goal was achievable, and for a given patient, DCAT plans with different COV values within that range showed insignificant changes to the corresponding TV12 values.
For DCAT plans, beam collimation was achieved using the m3 mMLC system, which allows a maximum field size of 9. There are two distinct cases for determination of V12 for which the volume of irradiated brain parenchyma is the issue. In this study, the volume enclosed by the inner surface of the skull is recognized as brain parenchyma. When the 12 Gy isodose surface is entirely within the brain parenchyma, the enclosed volume is the TV12 defined above, and V12 = TV12-GTV. But in the case where the 12 Gy isodose surface extends beyond the brain parenchyma, then only the enclosed parenchyma volume (including the GTV) is counted. We call this volume the clinical TV12 (cTV12) so that V12 = cTV12-GTV. Since our objective is to generate a simple model for V12 based on the geometry of the target, the cTV12 data are too specific to be useful. For this reason, we perform our analysis using only TV12 for each plan regardless of whether the 12 Gy isodose surface includes only brain parenchyma, or not. As a result, our analysis cannot be directly applied to plans where it is obvious a priori that V12 must be determined from cTV12 but can be used in conjunction with a case-specific estimate of TV12-cTV12. , and fit the data to
where m (slope) and b (intercept) are unitless parameters. The form for Eq. (1) was chosen because for each energy a linear plot of TV12 vs PTV displayed an exponential relationship. So using logarithms is preferable since analysis of multiple data sets is much easier when the data in each set are linearly related. The raw data (in logarithmic form) and lines of best fit are displayed in Fig. 1 while the corresponding parameter values are found in Table 1 . For clinical use, we plot TV12 vs PTV by solving Eq. (1) for TV12= 1 cc ð Þ ½ .
The fit curves for each data category are plotted together in For each plan type, the PD dependence is determined by fitting m vs PD to
and b vs PD to
where each fit is characterized by the unitless coefficient (a), exponent (c), fit slope (n), and fit intercept (d). The plots of m vs PD, b vs PD, and the corresponding fit curves are displayed in Fig. 3 . The values determined for a, c, n, and d are found in Table 2 . An expression for TV12 is found by substituting Eqs. (3) and (4) into Eq. (2):
For each plan type, Eq. 
3.B | Comparison of conformity and low-dose coverage between CAT and DCAT plans
For each fixed PD data set, ΔCI and ΔTV12 are plotted against the corresponding PTV ( Fig. 5) . ΔCI is the percent difference defined by
where CI DCAT and CI CAT are the conformity index values for the corresponding DCAT and CAT treatment plans, respectively. ΔTV12 is the percent difference defined by
where TV12 DCAT and TV12 CAT were the values for the corresponding DCAT and CAT treatment plans, respectively. For each PD, the set 
| DISCUSSION
We have presented a model of TV12 as a function of PTV, PD, and treatment delivery type (CAT or DCAT). The model is independent of CI, but we have analyzed the difference in CI (ΔCI) and in TV12 (ΔTV12) observed between CAT and DCAT plans, and how these differences depend on PD.
4.A | TV12 modeling
The TV12 model is significant because it allows a pre-plan forecast of V12, which has been shown to be strongly correlated to the post-SRS incidence of radiation necrosis. 6, 7 Pre-plan forecasting of V12 assists the prescribing physician in choosing plan type, PD, and margin size that correspond with acceptable and realistic goals for V12.
This knowledge-based approach to pre-planning lessens the likelihood that re-planning will be necessary, thus forestalling a delay to the start of treatment while improving clinical workflow. Although the model has the greatest predictive power when it is generated from local clinical data (roughly analogous to the commissioning of a treatment planning system), the cost for setup and implementation (measured in time, expertise, and money spent) is relatively small compared to more sophisticated knowledge-based tools. 21 In an ideal situation, every clinic would have the resources to acquire such powerful tools, but for situations where this is not viable the current . Each fit was characterized by the values of slope (m), intercept (b), and coefficient of determination (R 2 ). F I G . 2. TV12 vs planning target volume (PTV): data fit curves. Fit curves for total volume receiving at least 12 Gy (TV12) as a function of the PTV. A fit curve was determined for each of eight data categories characterized by prescription doses (PD) of 15, 18, 21, or 24 Gy; and either circular arc therapy (CAT) or dynamic conformal arc therapy (DCAT) plan types. This constraint allows us to analyze the difference in TV12 due to the difference in treatment delivery method. Compared to the CAT TV12, the DCAT TV12 is larger (smaller) for relatively small (large) PTV and greater (lesser) PD. A radiation oncologist can use a plot such as this as a rough guide to determine if SRS treatment is feasible, and if so, to choose the amount of margin added to the gross tumor volume (GTV), the PD, and the SRS delivery method to meet the desired volume of normal tissue receiving at least 12 Gy (V12 = TV12 − GTV). After data have been acquired, the first part of the modeling procedure is to plot and fit TV12 vs PTV, for each of the eight data categories specified by PD (15, 18, 21, or 24 Gy) and plan type (CAT or DCAT). First, we note that our results are presented as functions of PTV, instead of maximum tumor diameter as commonly used to set SRS prescriptions. This is because hypothesis of ours was that the TV12 would be better correlated with PTV than the linear dimension since the volume irradiated is constructed to be as conformal as possible to the PTV. The results of the model fit support this hypothesis. Second, one might ask why not plot V12 vs GTV, since V12 is the quantity correlated to incidence of radiation necrosis and GTV is the visible extent of the lesion? We choose to plot TV12 vs PTV because these quantities allow us to best separate the tasks performed by the dosimetrist from those performed by the prescribing physician. That is, the physician specifies the PD, the PTV (by adding margin to the GTV), the plan type (sometimes in consultation with the dosimetrist and/or physicist), OAR dose restrictions, and any other dosimetric goals. If we then focus on the V12 goal, the task of the dosimetrist can be distilled to satisfying the other stated dosimetric goals while minimizing TV12 for the given PTV. (Though an exception can occur in the case where the 12 Gy isodose surface is not enclosed within the brain parenchyma, and thus an increase in TV12 does not necessarily imply the same increase in V12.) Using the TV12 model, the physician can quickly estimate V12 (=TV12 -GTV) and can then modify pre-planning details accordingly.
One characteristic of the TV12 vs PTV data analysis is that the fits for CAT plan categories (R 2 = 0.921-0.947) are worse than the fits for the DCAT plan categories (R 2 = 0.962-0.974). This is somewhat surprising given that the DCAT plans were constructed to be comparable to the original CAT plans based on COV and OAR doses.
However, as will be discussed in section IV.B, these parameter values alone do not completely specify the dose distribution of the plan. The subtle differences in the dose distribution and planning methodology between CAT and DCAT plan types, combined with the fact that the DCAT plans were all generated by the same individual (DSG), may be the reason the model fits DCAT better. Even so, the CAT fits are sufficient to provide useful TV12 estimates, which suggests that the model is robust to the data variation introduced by multiple dosimetrists. Such robust character is desirable for clinical use, where one cannot place strict controls on target conditions and planning dosimetry.
Another notable feature of the TV12 vs PTV data is that in some cases, a group of plans with closely spaced PTV values produced a much wider range of TV12 values. An attempt was made to determine a pre-planning parameter, to be used in place of the PTV, which would better differentiate between these cases and thus add to the predictive power of the model. Our hypothesis was that an increase in TV12 could be related to an increase in the surface area of the target, and the surface area of the target could be quantified by analogy with an ellipsoid. For ellipsoids of identical volume, the surface area depends on the diameters measured along the principle axes. For each target, we recorded these diameters, and then calculated the surface area for an ellipsoid with the same volume (PTV) and ratios between diameters. Next, we plotted TV12 vs the calculated surface area, but no qualitative improvement was observed.
More important features differentiating targets of similar PTV could be the convex character of the target, as well as variation between dosimetrists.
Data for different PD values were generated from 50 clinically approved CAT plans, a corresponding 50 re-plans using DCAT planning, and by re-scaling the dose distribution after changing the PD values to 15, 18, 21, or 24 Gy. As discussed above, if only the PD is changed, then the relative spatial dose distribution is unchanged. It follows that COV and CI should be identical as should the volume enclosed by a specified (as a percentage of PD) isodose surface.
Using this fact, we mostly avoided recalculating the dose, and just recorded TV12 for the desired PD by identifying the corresponding isodose percentage from the DVH. But it should be noted that if one performs the corresponding dose recalculations instead, the COV, CI, and TV12 values can be slightly different. In BrainScan, this difference occurs because the smallest unit of dose reported by the DVH is 1% of the PD. So, when the PD is changed, the irradiated volumes derived from the DVH can change accordingly. It was expected that these changes would not make any significant difference in the value of our pre-planning tools. We tested this by first re-calculating the dose distribution for 34 plans (17 CAT plans and the corresponding 17 DCAT re-plans) for which the PD was changed from 24 to 21 Gy. Then, we recorded the values of COV, CI, and TV12 from the recalculated DVH (PD = 21 Gy), and compared them to those values determined from the initial DVH (PD = 24 Gy). For the TV12 comparison, we recorded TV50% in the recalculated DVH T A B L E 2 (PTV, TV12) -fit parameters vs prescription dose. Each category of (PTV, TV12) data was characterized by separate set of fit parameters: slope (m) and intercept (b). The relationship of m and b to the prescription dose (PD) was then fit to m ¼ a Ã PD= 1 Gy ð Þ ½ c and 10 b ¼ n Ã PD= 1 Gy ð Þ ½ þ d, respectively. This table displays the (unitless) values of the fit parameters a; c; n; d ð Þ , as well as each corresponding coefficient of variation, R 2 . Parameter values are specific to plan type, either circular arc therapy (CAT) or dynamic conformal arc therapy (DCAT). so that both values correspond to TV12 for PD = 24 Gy. For COV, the number of recalculations resulting in no change was 24 while the maximum change was 0.09%. The corresponding values for CI and TV12 were (28, 0.02) and (21, 0.01 cc), respectively. Changes of this magnitude would have no discernable effect on the TV12 model, or clinical consequence. Thus, we could confidently collect TV12 data for different PD values without having to recalculate the DVH. Although it is important to state that generating TV12 data by scaling a clinically delivered plan to a higher PD is not an endorsement to treat an identical plan with a higher PD, but rather a quick and accurate way to extend our tool's range of applicability so that physicians can avoid specifying a PTV, PD pairing that cannot be achieved with an acceptable V12.
Unitless parameters
Our results have been clinically useful. Once a radiation oncologist has completed contouring the GTV, and specified the margin, then the PTV is generated, and Fig. 2 is used to predict the expected TV12 for a given PD and plan type. From this, the expected V12 (=TV12-GTV) is found. Next, a PD and plan type which yield an acceptable value for the expected V12 is selected. The radiation oncologist can also change the expected V12 by modifying the margin added to the GTV to achieve a different PTV. This pre-planning procedure has enabled our clinic to consistently produce plans where the V12 is in the first risk quartile specified by Minniti et al. 6 where the risk of necrosis is lowest. Data from patient plans treated after the dates used for the model fitting of this manuscript are plotted in Fig. 6 . These data agree with the model fit and show that in most cases a lower TV12 was used for treatment. However, it must be emphasized that the model presented in this manuscript was generated using data from single-isocenter plans where the TV12 volume enclosed brain parenchyma only. As a result, the model will overestimate TV12 for cases where the TV12 surface encloses material other than brain parenchyma, and can underestimate TV12 in multi-isocenter plans where overlap of beams attached to different isocenters can contribute additional dose [see Fig. 6(b) ].
4.B | Comparison of conformity and low-dose coverage between CAT and DCAT plans
Our TV12 model is fit for both CAT and DCAT planning types. Figure 2 shows the fit curves for both plan types plotted on the same axis. We see that for a given PD value, each pair of fit curves (corresponding to CAT or DCAT plan types) can be characterized by the difference between TV12 values. In each case, there is a value of PTV below (above) which the TV12 value associated with DCAT (CAT) planning is expected to be the greater of the two. Using Eq.
(5), we can always approximate expected values of TV12. However, this does not provide any information on the relationship between TV12 and CI, which can initially be seen as counterintuitive, and can lead to a suboptimal choice of plan type. Specifically, DCAT plans more often achieve greater conformality (smaller CI) but also greater low-dose coverage (greater TV12). While an inexperienced practitioner might reasonably assume that a lower CI value implies a lesser TV12 value, and thus choose a plan type based on CI value, alone.
An accurate intuition on TV12 and CI vs PD and PTV can be developed by studying Fig. 5 , which presents a clearer picture of how CI and TV12 values depend on plan type, and how the size of these differences depends on PTV and PD. Though best practice is for an interested clinic to generate similar plots from their own data so that F I G . 4. TV12 data fit as a function of planning target volume (PTV) and prescription dose (PD). Separate plots were generated for (a) circular arc therapy (CAT) and (b) dynamic conformal arc therapy (DCAT) plan types. Each plot displays a smooth function (with surface colored to reflect magnitude) fitting total volume receiving at least 12 Gy (TV12) as a function of both PTV and PD. The surface functions are of the form TV12= 1cc
, with a specific set of parameter values for each plan type. Each surface is plotted together with the corresponding four TV12 vs PTV data sets characterized by PD values of 15, 18, 21, or 24 Gy for which each data point is displayed as a black box, red triangle, blue circle, or green diamond, respectively. The agreement between the smooth curve and the raw data sets can be visualized since the points below the surface are darker than those above the surface. The model equation is expected to be generally applicable while the parameter values are specific to the clinical service from which the data were collected. In a clinical setting, the surface functions, with corresponding parameter values, can be used to quickly determine a rough value of the expected TV12 for a given PTV and the PD. differences in planning procedure, dosimetric goals, and radiation delivery system are taken into account.
The sequence of plots in Fig. 5 shows that the TV12 is most usually increased in a DCAT re-plan, while the CI is usually decreased. Each plot has a fixed value of PD (15, 18, 21, or 24 Gy), and while the CI does not change with change in PD, we see that an increase in PD results in an increase in both the number of plans with positive TV12 change, and the magnitude of those changes.
We now provide intuitive explanations of these trends.
The conformality and TV12 differences can be explained by considering the beam collimation systems used to deliver each plan type: mMLCs (DCAT) and stereotactic cones (CAT). On the one hand, the mMLC system can achieve a far greater variety of aperture shapes than can stereotactic cones, which are limited to fixed diameter circular apertures. For this reason, DCAT plans almost always achieve greater conformality (lesser CI), which is especially desirable when the target is larger than the greatest cone diameter, is oddly shaped, or is adjacent to an OAR. While, on the other hand, the mMLC aperture is located further from the isocenter than that of the stereotactic cone, which means that the mMLC generates a greater geometric penumbra than does the stereotactic cone. 11, 22 The larger penumbra is the main reason that the low-dose coverage (TV12) is usually greater for DCAT plans.
This trend in TV12 difference as a function of PD can be explained by qualitative analysis of dose drop-off characteristics general to treatment planning. 5 We perform a simplified analysis F I G . 5. Comparison of dynamic conformal arc therapy (DCAT) and circular arc therapy (CAT): CI and TV12. Fifty clinically approved CAT treatment plans were re-planned for delivery via DCAT. For each plan, the total volume receiving at least 12 Gy (TV12) and the conformity index (CI) is recorded. Additional data were generated using the invariance of the relative dose profile with respect to change of the prescription dose (PD). For each CAT/DCAT re-plan pair, the percent change in both TV12 and CI are plotted vs PTV in subfigures (a) PD = 15 Gy, (b) PD = 18 Gy, (c) PD = 21 Gy, and (d) PD = 24 Gy. Due to the aforementioned scaling property of the dose distribution, the set of CI values are identical for each prescription dose. But as the PD increases, more of the TV12 values increase, as does the median change in TV12.
by considering a typical dose distribution along a straight-line path beginning at the isocenter. The essential point is that for a given dose distribution, if only the specified PD is changed, and the rest of the dose distribution is scaled by the same factor, then the absolute doses change, but the percent isodose lines stay the same. Since both CAT and DCAT plan doses can be scaled in this fashion, this point, and thus the following analysis, is true for both plan types. It follows that for different PD, the 12 Gy isodose line comes at a different percentage of the PD. If the prescription isodose line is fixed at 80% of the maximum, then for PD = 15, 18, 21, or 24 Gy, the percent isodose line for 12 Gy is 64, 53.3, 45.7, or 40%, respectively. Now, if only the PD is changed, then the relative dose distribution does not change, and neither does the distance between the positions of any two dose values relative to the maximum dose of the plan. So, when the PD is increased, the relative dose percentage corresponding to 12 Gy decreases, while the PIDL remains fixed. It follows that the distance between the PIDL and the 12 Gy isodose line increases as well, which leads to a larger value of TV12.
4.C | Relationship of our study to previously published work
There are several published studies featuring models of SRS plans that predict V12 or TV12. 4, 14, 19, 21, [23] [24] [25] [26] Two of these focused on multi-target plans, where inter-target dose overlap can increase V12. 14, 24 Thomas et al. 14 compared multi-target plans generated for Gamma Knife or VMAT delivery. They used their VMAT data to model V12 as a function of both total number of targets and total volume of targets, but in contrast to our study the prescription dose was fixed at 18 Gy, and no margin was added to the GTV. Saghal et al. 24 used multi-target Gamma Knife plan data to model V12, and then suggest dose guidelines for multi-target treatment. Shiraishi et al. 21 used VMAT plans (mostly single target) to generate a sophisticated model to determine realistic DVHs for pre-plan analysis and automated evaluation of plan quality. But, while the aforementioned model is a powerful clinical tool, its development and implementation requires a far greater investment in time and expertise than for our model. Narayanasamy et al. 25 used GK Perfexion and GammaPlan (v 10.1) to demonstrate that the F I G . 6. Model fit of this manuscript overlaid with new data. New data were collected from 50 isocenters in clinically approved plans treated after the dates used for the model fitting of this manuscript. Due to the distribution of plan type and dose prescription treated in our clinic, the new data presented are from circular arc therapy (CAT) plans with a prescription dose (PD) of either 21 or 24 Gy. The new data were overlaid on this manuscript's model fit for the total volume receiving at least 12 Gy (TV12) as a function of the planning target volume (PTV) in subfigures (a) PD = 21 Gy and (b) PD = 24 Gy. These figures display good agreement between the new data and the model fit, thus showing that the model fit is a useful tool for pre-plan forecasting of TV12. In subfigure (b), the outlying data point at (0.626, 4.232) was due to beam overlap in a multi-iso plan. Our model used data only from single-iso plans, and thus may underestimate TV12 values in multiiso plans. total V12 was correlated far more strongly with the total target volume, than with the number, shape, or location of the lesions. Zhao et al. 26 used DCAT plan data to model the likelihood of radiation necrosis based on a logistic probability model depending on V12, which they modeled as a function of PTV and PD. The other three studies, like our own, analyzed single target plans to eliminate the effect of inter-target dose overlap. 2, 4, 19, 23 One such study used Gamma Knife data to model the increase in V12 as margin was added to the GTV, 23 whereas another provided evidence suggesting a near equivalence for spatial dose drop-off rate between different treatment delivery methods. 4 In the former case, a 3D convex hull algorithm is used to help determine the empirical parameter value, while in both cases, the range of target volumes considered is much broader than in our study, and thus does not describe the non-linear TV12 vs PTV relationship that we find by focusing on relatively small values (PTV ≤ 2.43 cc).
The single-target planning study of Bohoudi et al. 19 is most closely related to our study in that it models V12 using a two-step process where the V12 vs PTV data sets are fit, and then those fit parameters are themselves fit with respect to their dependence on PD. In contrast to our study, they focus on large target volumes (PTV > 4 cc) where both fits are linear, and their data are only from DCAT plans where each PTV is generated by adding 1 mm of margin to the GTV. An important feature of their study is that their model, which, like ours, is based on single target plans, was validated by comparison with data from multi-target VMAT plans. This implies that our TV12 model for DCAT could be useful for pre-planning multi-target VMAT cases where the target volumes are in the non-linear region of the TV12 vs PTV curve. Our study is unique in that it models TV12 for both CAT and DCAT planning types, focuses on the range of small target volumes where TV12 vs PTV is non-linear, promotes analysis of different margin sizes, and also compares CAT and DCAT planning techniques in the context of differences in conformity (ΔCI) and low-dose spread (ΔTV12).
| CONCLUSIONS
One can use locally collected dosimetric data to generate a model of V12 based on the GTV, PTV, PD, and SRS delivery method. The prediction of V12 informs the pre-planning process, which minimizes time spent on re-plans and attempts to achieve unrealistic dosimetric goals. In the absence of access to more sophisticated pre-planning tools, this model can be locally generated and implemented at relatively low cost with respect to time, money, and expertise. For a particular PTV, this model provides an immediate calculated estimation of the expected TV12 for a specified PD without having to construct a treatment plan. This permits making a clinical decision on whether to change the PD or to treat the patient with more than a single fraction to limit toxicity. Furthermore, when an SRS plan using CAT is re-planned for DCAT, one can almost always achieve greater conformality (ΔCI<0), but, somewhat counterintuitively, the corresponding TV12 is often increased (ΔTV12>0). As PD increases, the number of re-plans with ΔTV12>0 increases, as does the magnitude of ΔTV12 for each case.
In addition, ΔCI has no dependence on PD, while, as PTV increases, ΔTV12 decreases. Thus, with respect to minimizing the risk of radiation necrosis, the most conformal plan is not always the best plan.
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